Accidental foveal photocoagulation secondary to alexandrite laser.
In recent years, we have seen an increase in the use of laser systems in the field of aesthetics (mainly depigmentation and hair removal). Alexandrite laser is the most widely used.Case report. Case report. We describe a case of retinal injury (foveal photocoagulation) directly related to an alexandrite laser hair removal procedure. Hair removal by laser systems is a fast and efficient method. The use of lasers without adequate protective measures or by unqualified personnel increases the risk of ocular adverse effects.